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A SENSITIVE NEW 1-GHz SAMPLING VOLTMETER 
WITH UNUSUAL CAPABILITIES 

A voltmeter operating on the principle of incoherent sampling 
measures over wide frequency and voltage ranges while 
providing an output usable for signal analysis. 



.Sampling hic;h-i rfcji ency waves in 
order to construct Iow-frequcnc y equiv- 
alents of them is a powerful technique 
for observing and measuring broad- 
band signals. The sampling oscillo- 
scope.' introduced about seven years 
ago. can display repetitive waveforms 
which contain frequency components 
up to several gigahertz. A more recent 
development, the Rl- vector voltmeter, 
can measure amplitudes and phase an 
gles simultaneously and automatically 
at frequencies up to one gigahertz. 
Other sampling instruments are being 
investigated at -bp- for frequency 



ranges as high as X band (12.1 GHz). 

A sampling technique has been used 
by t he -bp- Loveland Division to 
achieve exceptional sensitivity, fre- 
quents response, and accuracy in a new 
broadband voltmeter (Fig. 2). In addi- 
tion to its basic voltage-measuring 
function, the sampling operation and 
Hat frequency response of the new volt- 
mctci give it many capabilities not 
found in moretoiiveniion.il Rl milli- 
voltnicteis. Peak voltages, amplitude 
modulation envelopes, li ne rms values, 
pulse height information, and prob- 
ability density functions of broadband 



signals can lie determined by observing 
the output of tlie sampling circuit. 
Much of this information has never 
lie lore been accessible for broadband 
signals. Oihei uses for the instrument 
include broadband power measure- 
ments and leveling of the outputs of 
broadband signal generators. 

Roderick Carlson, 'A Versatile New DC-500 MC OscIIIoscodo 
w Ik High Sensitivity anil Dual Channel Display.' Hewlett- 
Packard Journal. Vol. 1!. No. 5-7. Jan. Mar.. 1960. 

Wayne M. Grove, 'A New DC-4000 MC Sampling 'Scope 
Plug-in with Signal Feed-Through Capability. Hewlett- 
Packard Journal. Vol. IS, Nn. 8. Ao-il, 1964. 

1 FriU K. Weinerl, The Rf Vector Voltmeter - An Important 
New Instrument lor Amplitude and Phase Measurements 
from i MHy to 1000 MHi, Hewlett-Packard Journal. Vol. 17, 
No. 9, May, 1966. 
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Fig. 2. Broadband sampling voltmeter, -hp- Model 3406A, 
has 50-pV sensitivity. 20-gV resolution, flat frequency re- 
sponse from 10 kHz to / (1Hz. Accuracy is ~ 3% to 100 
MHz, 1 5 % to 700 MHz, ' 8% to I GHz. Sampling circuit 
output is available on rear panel, giving instrument unusual 
capabilities for analysis of broadband signals. 



incoherent sampling methods can be 
found on pages '1 and 5. 

Incoherent sampling is especially ad- 
vantageous in a voltmeter, because it 
gives the meter the sensitivity, ac- 
curacy. and broad frequency range of a 
sampling instrument, yet it is less costly 
than coherent techniques and, unlike 
coherent sampling, it does not require 
that the input signal be periodic. The 
sampling voltmeter operates equally 
well with sinusoidal, pulsed, random, 
or frequency-modulated signals. 

The sampling circuit of the volt- 
meter is located in its probe, which is 
ac-coupled and permanently attached 
to the instrument with a 3-foot cable. 
Also located on the probe is a push- 
button which, when pressed, causes the 
voltmeter to retain its reading until the 
button is released. This memory system 
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The specified frequency range of the 
voltmeter is 10 kHz to I GHz. and the 
frequency response of a typit al produi - 
lion instrument is flat within one per- 
cent over this range. Useful sensitivity 
extends from 1 kHz to 2 GHz or more. 
Voltage measurements are accurate 
within ±3% of full scale from 101 ) kl 1/ 
to 11)0 MHz. ±5";, from 10 kHz to 700 
MHz. and ±8% to 1 GHz. 

The sampling voltmeter responds to 
the absolute average values ol un- 
known voltages, and is calibrated to 
read both the mis value of a sine wave 
and dBm in 50-ohm systems. It has 
eight voltage ranges from I mV full 
scale to 3 V full scale, and its sensitiv ity 
is high enough to measure voltages as 
small as 50 pV. Voltage scales are 
linear, and resolution is 20 pV on the 
I mV range. 

Unlike some RF millivoltmeters, 
which are rms-responding on the lower 
ranges and gradually change to peak- 
detecting on the higher ranges, the new 
voltmeter is average-responding on all 
ranges. This means that its measure- 
ments of non-sinusoidal voltages are 
more accurate because its detector law 
tloes not change with the amplitude of 
the input signal. The absolute average 
value of any input signal can be de- 
termined simply by multiplying the 
meter reading bv \/ 8 . 7 r (the ratio ol 
absolute average to rms values of a 
sine wave). 



Instead of the coherent, waveform- 
preserving sampling method used in 
most sampling insttuments, the new 
voltmeter usesan incoherent technique 
which does not preserve the input 
waveform. In this type ol sampling, 
which was developed in the -hp- Love- 
land Laboratory, the input voltage is 
sampled al irregular intervals which 
have no relationship to any of the fre- 
quency components of the input signal. 
Enough samples are taken, however, so 
that the average, peak, and nits values 
of the samples c Iosely approximate the 
average, peak, and tins values of the 
input voltage. Thus the information 
that is relevant to the voltage-measur- 
ing function is preserved, while wave- 
form. which is irrelevant, is not pre- 
served. Details of both coherent and 







Fig. 3. Sampling probe assembly con- 
tains- sampling-pulse generator and 
four diode sampling bridge. Photo also 
shows pushbutton which, when de- 
pressed. causes meter to retain reading 
until button is released. This memory 
device eliminates need to hold probe in 
circuit and read meter at same time. 




Fig. 4. Block diagram of sampling circuits of sampling voltmeter. Inco- 
herent sampling is used, i.e., sampling intervals are not correlated with 
input signal. Incoherent intervals are generated by 'smearing' sampling 
rale from 10 kHz to 20 kHz at W-Hz rate. Sample hold circuit retains 
constant voltage proportional to sample until next sampling instant. 
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simplifies measurements in awkward 
positions where it is difficult to place 
the probe and at the same time read 
the meter. Fig. 3 is a photograph ol a 
disassembled probe, showing the sam- 
pling circuit and the memory push- 
button. 

Other conveniences of the new volt- 
meter, besides the memory pushbutton 
already mentioned, include pushbut- 
ton range selection, rapid recovery 
from overloads, and a front-panel cali- 
brator and zero receptacle. The meter 
recovers within five seconds from an 
overload of 30 V peak-to-peak (about 
10,000:1 on its most sensitive, I mV' 



range). The front-panel receptacle al- 
lows the instrument to lx- zeroed in the 
presence of an RF field, or to be cali- 
brated using its internal. 1 V ±0,75'', 
calibrator. 

SAMPLER OPERATION 
Fig. 4 is a simplified block diagram 
of the sampling circuits. The inco- 
herent sampling intervals are gen- 
erated by 'smearing' the sampling rate. 
The basic sampling frequency is varied 
from 10 kHz to 20 kHz by a 10-Hz 
triangle wave. This sampling rate is 
uncorrelated with practically all input 
signals. (It is not uncorrelated with 
identical, phase locked waveforms, so 



that voltages within the voltmeter can- 
not be measured.) 

The 10-Hz triangular voltage varies 
the frequency of a voltage-controlled 
oscillator. The output of this oscillator 
drives a pulse generator which in turn 
triggers a sampling-pulse generator 
located in the probe. The sampling 
pulses, which are balanced pulses of ap- 
proximately 250 picoseconds duration, 
turn on the diodes in a sampling 
bridge located in the probe, therebv 
allowing a sampling capacitor to 
charge to a voltage proportional to the 
input signal. The sampler output is 
a train of pulses whose amplitudes are 



COHERENT AND 
INCOHERENT 
SAMPLING 



Most sampling instruments, including 
the sampling oscilloscope and the vector 
voltmeter,® sample coherently. On the 
other hand, the broadband voltmeter de- 
scribed in the accompanying article sam- 
ples incoherently. The reason for the dif- 
ference is that most sampling instruments 
must preserve the waveform of an input 
signal, whereas the voltmeter needs only 
a measure of magnitude, such as the rms 
or the average value of the signal. 

Coherent sampling is analogous to the 
familiar stroboscopic technique, by which 
an oscillating or repetitive motion is ap- 
parently 'slowed down' by observing it 
only at discrete times, instead of continu- 
ously. The observations, or samples, may 
be taken by flashing a light, by observing 
the oscillating object through a slit in a 
rotating disc, or by some other means. 

Consider a stroboscopic observation of 
a tuning fork in motion. The apparent mo- 
tion of the tuning fork can be made arbi- 
trarily slow by adjusting the sampling rate, 
which in this case is either the rate at 
which the light flashes or the speed of ro- 
tation of the disc, The tuning fork may 
vibrate back and forth many times be- 
tween glimpses, but so long as its position 
on each glimpse is only slightly advanced 
from its position on the preceding one, it 
seems to be moving much more slowly 
than it really is. If the slow motion were 
recorded on movie film it would, of course, 
be possible to determine the peak, the 
average, and the rms values of the tuning 
fork's excursions from its center position. 
•See footnotes, p. 2. 



This could be done simply by measuring 
the excursion on each frame of film and 
computing the peak, average, and rms 
values of the resulting collection of sam- 
ples by standard techniques. 

Now, if the film were cut apart and then 
spliced back together randomly, all time- 
sequence information about the move- 
ment of the tuning fork would be lost. 
However, certain information would be re- 
tained. The peak excursion would not 
change, and a little reflection will show 
that the average and rms values of the 
excursions would also be the same. In 



fact, even information about the probabil- 
ity of the fork's being at a given excursion 
would be retained. The same information 
could have been obtained by randomly 
flashing the light or by randomly opening 
a shutter. So long as a sufficient number 
of pictures were taken, the peak, average, 
and rms excursions could still be found. 
This kind of sampling, in which statistics 
are preserved but time-sequence informa- 
tion is not preserved, is Incoherent 
sampling. 

The difference between coherent and 
incoherent sampling for a high-frequency 
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proportional to the input voltage at 
the sampling instants. 

The output of the sampler is fed 
through attenuators and amplifiers to 
the 'boxcar' circuit, which is a zero- 
order hold with clamp (modified pulse- 
stretcher). The bandwidth of the cable 
and amplifiers is narrow compared to 
the bandwidth of the sampling pulses, 
so by the time the samples reach the 
boxcar circuit, they have become pulses 
of about 5 microseconds duration, sim- 
ilar to the pulses illustrated in Fig. 5. 

The boxcar circuit output is 
clamped to ground for 2 microseconds 
following the sampling pulse and then 



wave is shown in illustrations (a) through 
(e). In (a), samples are taken at regular 
intervals, and at such a rate that a lower- 
frequency equivalent of the original signal 
can be reconstructed from the samples. In 

(b) the samples are shown with their cor- 
rect amplitudes, polarities, and relative 
phases (order). In (c) the same samples 
are shown scrambled, so that only their 
amplitudes and polarities are preserved. 
The average, peak, and rms values of the 

(c) group are the same as the average, 
peak, and rms values of the (b) group. 

In (d) the original high-frequency wave 
is shown sampled incoherently. The in- 
terval between samples is not constant, 
and the waveform cannot be recon- 
structed from the samples, which are 
shown at (e). However, the group of sam- 
ples in (e) is statistically equivalent to the 
groups of samples in (b) and (c). So long 
as all three groups contain a large enough 
number of samples, they have the same 
peak, average, and rms values. 

In order for the technique of incoherent 
sampling to work in all situations it is 
necessary that there be no correlation be- 
tween the sampling times and the motion 
or signal under observation. If the sam- 
pling frequency were a subharmonic of 
the frequency of the motion or signal 
being measured the motion would be 
completely stopped; thus, all of the sam- 
ples would have exactly the same height 
and it would be impossible to determine 
the peak, average, rms, and so on 

In the new broadband sampling volt- 
meter, the basic sampling signal is fre- 
quency-modulated by a 10-Hz triangular 
wave, so that the sampling frequency 
varies between 10 kHz and 20 kHz. at a 
10-Hz rate. This produces non-uniform 
sampling intervals which are, for all prac- 
tical purposes, uncorrelated with all input 
signals. 
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(250 Picoseconds) 
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Samples After 
Passing Through 
Cable And Amplifier 

Hr- 




Fig. 5. Sampling pulses which open 
sampling gate in probe are approx- 
imately 250 picoseconds wide, as shown 
in (a). When samples reach sample 
hold circuit after passing through cable 
and amplifier, they are about 5 ,ts wide, 
as shown in (b). Sample hold output is 
clamped to zero volts for 2 /is following 
each sampling instant, then becomes 
constant voltage proportional to sample. 



becomes a steady voltage that is pro- 
|x>rtional to the height of each sample 
taken. The output of this circuit is 
available from a connector at the rear 
of the instrument and is labeled 'Sam- 
ple Hold Output! 

FREQUENCY RESPONSE 
The exceptionally flat frequency re- 
sponse of the sampling voltmeter is 
shown in Fig. 1. 1'his response was 
measured in a 50-ohm system, with the 




Fig. 6. Width of sampling pulse is ad- 
justed by changing bias on sampling 
gate in probe. High-frequency response 
of voltmeter can be adjusted in this 
way. since wider pulses mean lower cut- 
off frequency, and vice versa. 




Fig. 7. Effect on high-frequency rolloff 
of changing bias on sampling gate in 
probe (see Fig. 6). 



sampling probe inserted in a 50-ohm 
tee. Broadband or high-frequency 
measurements would normally be 
made in this configuration. At lower 
frequencies, probing would probably 
be done by hand, and the probe would 
be equipped with a divider or an iso- 
lator (see Specifications). 

In production instruments, the high- 
frequency response is adjusted for op- 
timum flatness by changing the bias on 
the sampling bridge in the probe. Since 
the sampling pulse does not have ver- 
tical leading and trailing edges, reduc- 
ing (he bridge bias makes the pulse 
wider, and vice versa (see Fig. ti). Wider 
pulses result in lower high-frequency 
response. The probe by itself tends to 
peak at the high frequencies, so very 
close cancellation can be obtained by 
making the sampling pulse longer. Fig. 
7 shows the frequency response of a 
typical production instrument as a 
function of sampling bridge bias. 

Temperature variations produce very 
little change in the flatness of the fre- 
quency response. Fig. 8 shows the en- 
vironmental performance of the re- 
sponse of a typical production unit. 




MHz MHz GHz GHz GHz 



Fin. 8. High-frequency response of sam- 
pling voltmeter is relatively insensitive 
to temperature changes. Temperature 
variation from 10' C to 68‘C produces 
only ± 2% changes in 1-GHz response. 
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SAMPLE HOLD OUTPUT INFORMATION 

The sample hold output voltage is a 
low-frequency pulse train which, de- 
spite the lower frequency and differ- 
ence in waveshape, has the same 
average, peak, anti tins values as the 
input signal. This output makes it pos- 
sible. therefore, to obtain information 
about broadband signals by using only 
low-frequency instruments. Fig. !l 
shows oscillograms of typical sample 
hold outputs for sinusoidal and tan- 
dom input signals having frequency 
components up to 1 GHz. 

Amplitude modulation envelopes 
can be observed at the sample hold 
output if the modulation frequency is 
sufficiently low compared to the sam- 
pling frequency, which is 10-20 kHz, 
Modulation envelopes can be observed 
with any low-frequency oscilloscope 
(e.g .. -hp- Model 130C) fot carriet fre- 
quencies up to 2 (.11/ oi mote and 
modulating frequencies up to 1 or 2 
kHz. Oscillograms of typical displays 
are shown in Fig. 10. 

Peak measurements and pulse-height 
analyses may also be made by observing 
the sample hold output with a low-fre- 
quency oscilloscope. The crest factor 
of the input signal can be as high as 
10 (4.5 on 1 V range, 1.4 on 3 V range) 




(c) 



without affecting the calibration of the 
sample hold output. 1 

If a true-rms-reading voltmeter is 
connected to the sample hold output, 
the true rms value of the input signal 
can be measured. Previously, high-fre- 
quency true-rms measurements could 
only be made with a power meter, 
whit h is much less sensitive than a volt- 
meter. Conventional RF millivoltme- 
lers can also measure true rms values 
for small signals, but these voltmeters 
gradually change t>> peak detectors as 
the amplitude of the input signal in- 
creases, whereas the detector law of the 
sampling voltmeter is the same on all 
ranges. I he sampling voltmeter is also 
more sensitive than a conventional in- 
strument. 

The statistics of the unclamped por- 
tion of the sample hold output closely 
approximate the statistics of the input 
signal. Consequently, it is possible to 
determine the statistical characteristics 
of broadband signals by applying ap- 
propriate low-frequency techniques to 
the sample hold output. For example, 
the probability density and probability 
distribution of. say. random noise with 

•Crest factor of an ac waveform (s ttie ratio of its peak volt- 
age to its rms voltage; e.g.. a crest factor of 10 for an a: 
Dulse waveform corresponds to a dutv cycle ot 0 01. See 'The 
Significance of Crest Factor,' Hewlett-Packard Journal, Vol. 
15, No. 5, Jan. 1964. 




Fig. 9. Time-exposure oscillograms of sam- 
ple hold output of sampling voltmeter. 
Sample hold signals are statistically equiv- 
alent to input signals, but can be observed 
and measured with low-frequency instru- 
ments. Input signals were (a) 1-MHz sine 
wave, (b) I -GHz sine wave, (c) random 
noise with upper frequency limit of ISO 
MHz. Upper trace in (c) shows noise in- 
put to voltmeter corresponding to sample 
hold output shown in lower trace. Noise 
source was two cascaded amplifiers. 



I-GH/ bandwidth can be determined 
by analyzing the sample hold output. 
Probability information, of course, is 
helpful in dealing with any signal, but 
it is especially necessary when the sig- 
nal is random. Yet. up to now it has 
often been neglected or assumed, be- 
cause ol the impossibility of measuring 
it for broadband signals. 

DC OUTPUT AND POWER 
MEASUREMENTS 

With its probe inserted in a 50-ohm 
tee. the voltmeter can monitor the volt- 
age across a 50-ohm load, and power 
readings can be taken directly from the 
dBm scale. Power levels as small as one 
nanowatt can be measured in this way. 
Hence the sampling voltmeter is a 
much more sensitive power monitor 
than the more conventional power 
meter and directional coupler. 

In addition to the sample hold out- 
put. the sampling voltmeter also has a 
dc output at which a dc voltage pro- 
portional to the meter reading is avail- 
able. This output is primarily for driv- 
ing a recorder but. because of the very 
flat frequency response of the volt- 
meter. it also has other uses. 

Using the voltmeter to monitor the 
voltage across a load, leveled voltage 
output over the 1 0-kHz-toTGHz range 
can be obtained from any signal gen- 
erator which operates in this range and 
has a dc modulation input. The dc out- 
put of the voltmeter is fed back 
through appropriate shaping networks 
to the dc modulation input of the sig- 
nal generator, causing the generator 
output to be as constant as the fre- 
quency response of the voltmeter. 

METER CIRCUITS 

Fig. 11 is a block diagram of the 
meter circuits. The output of the box- 
car circuit is delected and filtered to 
produce a dc voltage which is a meas- 
ure of the absolute average value of the 
input signal. The output signal-to- 
rtoise ratio of an average-reading de- 
tector is a nonlinear function of the in- 
put signal-to-noise ratio. 5 so the gain of 
the detector for the average value of 

• This nonlinearity is different from that of o typical diode 
detector, which is a square-law device for smalt signals and 
a linear device for large signals, the detector in tne sam- 
pling voltmeter IS linear, and the nonlinearity is caused by 
the presence ol the noise. See W. R. Bennett, 'Response of 
a Linear Rectifier to Signal and Noise.' Bell System Tech- 
nical Journal. Vol. 23, No. 1, Jan. 1944. See also B. M. 
Oliver, 'Some Effects ol Waveform on VTVM Readings.' 
Hewlett Packard Journal, Vol. 6. No. 10, June, 1955. 
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Fig. 10. Amplitude modulation envelopes can be observed at sam- 
ple hold output for carriers up to more than 1 GHz and modula- 
tion frequencies up to about I kHz. Oscillograms shown arc time 
exposures. Carriers were all sinusoidal, (a) carrier: 65 MHz: mod- 
ulation: 300-Hz triangle wave, (b) carrier: 2 GHz: modulation: 
30-Hz pulse train, (c) carrier: 2 GHz: modulation: 30-Hz triangle 
ware distorted by PIN diode modulator, (d) carrier: / MHz: mod- 
ulation: 30-Hz sine wave. Upper trace in (d) shows input to volt- 
meter corresponding to sample hold output in lower trace. Oscil- 
loscope was synchronized to modulating signal only. 



the signal is nonlinear. To make the 
meter's voltage scales linear, a non- 
linear circuit is placed between the de- 
tector and the meter. The resulting 
gain is essentially constant from 50 »V 
to full scale. 

Noise in voltmeters often causes con- 
siderable meter jitter and loss of sensi- 



tivity and linearity on I he lower ranges. 
These effects have been greatly reduced 
in the sampling voltmeter. On the one 
millivolt range, the inherent noise of 
the system plus thermal noise amounts 
to about 150 to 200 microvolts. This 
noise is not dependent upon the source 
impedance of the signal being meas- 



ured. It has an essentially constant 
mean value, so its effects on meter read- 
ings i an be corrected easily. The mean 
value of the noise is subtracted from 
the output in a noise suppression cir- 
cuit. thereby giving the voltmeter 
much greater sensiliv ily. 

Since the noise is random and the 
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Fig, 11. Bloch diagram of meter circuits of sampling voltmeter. Instru- 
ment is average-responding on all voltage ranges. Damping and noise- 
cancellation circuits reduce effects of noise. Nonlinear gain circuit gives 
meter linear voltage scales. 



gain oi the circuit is highest when the 
signal is smallest, the meter would he 
very jittery if damping were not intro- 
duced. However, damping sufficient to 
reduce the jitter to a usable level would 
cause the response to be very sluggish. 
For this reason, a nonlinear damping 
circuit is employed. The nonlinear 
damping circuit provides heavy damp- 



ing lor small variations in the input 
and drastically reduces die meter jitter 
<ltie to noise. The damping is decreased 
for large variations in the input signal, 
so that the overall response of the in- 
strument is fairly rapid. 

Because a finite number of samples 
are taken in any given lime interval, 
there is a certain variance in the sam- 



ple hold output, and the nonlinear 
damping serves lo reduce meter jitter 
due to this effect as well as that due to 
noise. The pushbutton memory circuit 
mentioned earlier is also incorporated 
in the nonlinear damping circuit. 
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SPECIFICATIONS 

-hp- 

MODEL 3406 A 
BROADBAND SAMPLING 
VOLTMETER 

VOLTAGE RANGE: 1 mV to 3 V full scale in eight 
ranges: decibels from —50 to 420 dBm (0 
dBm == 1 mW into 50 ohms): absolute average 
reading instrument calibrated to rms value of 
sine wave. 

FREQUENCY RANGE: 10 kHz to 1 GHz; useful 
sensitivity from 1 kHz to beyond 2 GHz. 

FULL-SCALE ACCURACY WITH CALIBRATOR: 
±3%, 100 kHz-100 MHz 
±5%, 10 kHz-700 MHz 
±8%, 5 kHz-1 GHz 
±1 dB, 4 kHz-1,2 GHz 
±4dB. 2 kHz-1.5 GHz 

INPUT IMPEDANCE: 100.000 ohms at 100 kHz 
Capacity approximately 2 pF Input capacity 
and resistance will depend upon accessory lip 
used, (approximately 8 pF with 11072A isola- 
tor tip supplied.) 

SAMPLE HOLD OUTPUT: Provides ac signal 
whose unclamped portion has statistics that 
are narrowly distributed about the statistics 
of the input, inverted In sign (operating into 
>200 ktl load with <1000 pF). 

Noise: 

Typically 175 /iV rms. 

Accuracy with Calibrator: 

0.01 V Range and Above: Same as full-scale 
accuracy of instrument. 

0,001 V to 0.003 V Range: Value of input 
signal can be computed by taking into 
account the residual noise of the instru 
ment (see references in footnote 5. p. 6). 
Jitter: 

Typically “2% peak of reading (with -hp- 
Model 3400A true rms voltmeter connected 
to Sample Hold Output). 



Crest Factor: 

0.001 V to 0.3 V: 20 dB full scale (inversely 
proportional to meter indication): 1 V: 13 
dB; 3 V: 3 dB 

DC RECORDER OUTPUT: Adiustable from zero to 
12 mA Into 1000 ohms at full scale, propor- 
tional to meter deflection 

METER: 

Meter scales: Linear voltage. 0 to 1 and 0 to 3: 
decibel, —12 to 43, Individually calibrated 
taut-band meter 

Response Time: Indicates within specified ac 
curacy in <3 s. 

Jitter: ±1% peak (of reading). 

GENERAL: 

Calibrator Accuracy: ±0.75%. 

Overload Recovery Time. Meter indicates with 
In specified accuracy in <5 s (30 V p-p 
max.) 

Maximum Input: 4 100 Vdc, 30 V p-p 
RFI Conducted and radiated leakage limits 
are below those specified in MIL I 6181D 
and MIL-I-16910C except for pulses emitted 
from probes. Spectral intensity of these 
pulses is approximately 50 nV/^Hz; spec- 
trum extends to approx 2 GHz 
Temperature Range: 

Instrument 0"C to t 55“C 
Probe 4 10-C to +40" C. 

Power; 115 or 230 volts _• 10%. 50 Hz to 
1000 Hz. approximately 17 watts. 
Dimensions: Standard module 6V, In. high, 
8% in. wide. II 1 /. In. deep (165 x 225 x 292 
mm). 

WEIGHT: Net. 12 lbs (5.4 kg). Shipping. 15 lbs. 
6.8 kg) 

PRICE: $650.00 

ACCESSORIES 

ACCESSORIES FURNISHED: 11072A isolator tip 
8710 0084 nut driver for tip replacement 
5020 0457 replacement tips. 

10213-62102 ground clips and leads. 



ACCESSORIES AVAILABLE: 

1 1064 A Basle Probe Kit $100 00 consists of 
the following: 

1 1 063 A 50-ohm T. 

11061 A 10:1 divider tip. 

10218A BNC adapter 
0950-0090 50-ohm termination. 

11071 A Probe Kit $185.00 consists of all the 
above plus: 

1 1073A Pen-type probe, 

1021 9A Type 874A adapter 
10220A Microdot adapter 
11 035 A Probe-tip kit. 

1 1061 A: 10:1 Divider 

As well as dividing the input voltage by a 
factor of ten this accessory eliminates 
the effects of source Impedance varia- 
tions. 

Accuracy (divider alone): 

±5% 1 kHz to 400 MHz. 

±12% 400 MHz to 1 GHz. 

Max Input: 150 V p-p ac; 600 V dc. 

11063 A TEE’: Should be used whenever 
measurements are made in 50’..’ systems. 
VSWR: <1.15 at 1 GHz (bare probe in tee). 

Useful to about 1.5 GHz. 

Insertion Power Loss: <4% up to 1 GHz. 

11072A: Isolator 

Essentially eliminates effects of source im 
pedance variations, 

Increases probe capacitance by approx- 
imately 6.5 pF Recommended frequency 
range is 10 kHz to 250 MHz. 

11073A: Pen-type Isolator 

Recommended frequency range is 10 kHz to 
50 MHz. Various accessories adapt the 
11073A to alligator jaws and other tips 
which facilitate point-to-point measure- 
ments. Increases probe capacity by ap- 
proximately 7 pF. 

10218A: Probe to-Male-BNC Adapter 
Recommended frequency range is 10 kHz to 
250 MHz. 

Prices fob. factory. 

Data subject to change without notice 
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MEASURING ATTENUATION, SWR, AND SUBSTITUTION LOSS 
WITH A LOW-NOISE, HIGH-PRECISION SWR METER 

Effects of noise and other factors are presented 
for an improved SWR Meter used with crystal and 
bolometer type detectors. 



SIGNAL 

GENERATOR 



EcSI 

SWR METER 



ATTENUATOR 



SQUARE LAW 
DETECTOR 



(a) 




Fig. 1. (a) Block diagram of substitution-loss-measuring setup using 
SWR meter. RF signal-generator output is amplitude modulated by 
an audio-frequency square wave. Square-law detector produces an 
audio-frequency output voltage proportional to the RF power. SWR 
meter amplifies and measures the audio signal, (b) SWR measure- 
ment setup, with SWR meter used 'as the indicator for a slotted line. 



Many useful microwave param- 
eters, such as standing-wave ratio 
(SWR), substitution loss, 1 insertion 
loss, attenuation, and gain, are ratios 
of two signal levels. The relative powei 
levels which determine these parame- 
ters can often be measured most con- 
veniently and accurately by means of 
a versatile audio-frequency instrument 
known as a standing-wave-ratio meter. 

The SWR meter consists of a high- 
gain (over 100 dll) audio amplifier 
which has a selective bandpass fre- 
quency response, followed by an indi- 
cating meter which is calibrated for 
SWR and relative power measure- 
ments. Fig. 1 shows two typical SWR- 
meter applications. For substitution- 
loss measurements [Fig. 1 (a)], a micro- 
wave carrier, amplitude modulated by 
an audio-frequency signal, is applied to 
the attenuator under test. (The modu- 
lating signal is usually a square wave 
and the modulation index is usually 
100%, because other modulating wave- 
forms sometimes cause undesirable fre- 
quency modulation of the microwave 
source.) A square-law detector, usually 
a crystal diode or bolometer, produces 
an audio-frequency voltage propor- 
tional to the RF power at the attenu- 
ator output. The SWR meter amplifies 
the fundamental component of the 
audio-frequency detector output and 
indicates its strength on a scale which is 
calibrated in dB relative to whatever 
reference level has been chosen for the 
measurement. The reference level, of 
course, is established before the atten- 
uator is inserted into die circuit. For 
SWR measurements (Fig. 1 (b)] the 
setup is similar, except that the SWR 
meter is used as an indicator for a de- 
tector mounted on the probe of a slot- 
ted line, and readings are taken from a 
scale which is calibrated in SWR. 

A more sensitive, more accurate 

1 Robert W. Beatty, 'Insertion Loss Concepts,' IEEE Proceed- 
ings, Vol. 52, No. 6. June, 1964. Also Hewlett-Packard Ap- 
plication Note No. 56. 



SWR meter (Fig. 2) has now been de- 
veloped by the -hp- Microwave Divi- 
sion. Because of its low noise figure, 
precision attenuators, and high gain 
stability, this SWR meter is able to 
make many measurements which pre- 
viously were possible only with far 
more complicated and more costly de- 
vices. To demonstrate the instrument's 
potential and to provide a guide to its 
most effective use, a great deal of useful 
information gathered during the SW R 
meter's development is summarized 
later in this article. 

The SWR meter has a noise figure 
specification of less than 1 dB. an im- 
provement of i> to 10 dB over previous 
models. As a result, its dynamic range 
is greater, because it can make measure- 
ments at lower RF power levels than 
were practical with earlier versions. 
Rated sensitivity of the instrument is 
0.15 pV rms for full-scale deflection at 
maximum bandwidth, or I /A nils if 
the detector is a high impedance crys- 
tal. When its gain and bandwidth are 
set for rated sensitivity, the meter's 
noise level is at least 7.5 <IB below full 
scale. 

Because of its low noise figure, the 



new meter is able to exploit fully the 
sensitivity of the newest detectors. Its 
ability to operate with lower input 
power also increases its act uracy in cer- 
tain measurements on non-linear solid- 
state devices: the SWR of a microwave 
detector at high power, for example, is 
different from its SWR at the low 
power at which it nonnally operates. 

Accuracy of the SWR meter's atten- 
uators has also been improved, The 
range attenuator is variable from 0 
to 60 dB in 10-dB steps, and is accurate 
within ±0.05 dB per step, fts maxi- 
mum cumulative error is ±0.10 dB. 

For increased resolution, there is an 
expand attenuator which allows any 
2-dB portion of the instrument's 70-dB 
range to be displayed full-scale on the 
indicating meter. A meter reading of 
—56.18 dB, for example, can be read 
with maximum resolution by switching 
the range attenuator to 50 dB and the 
expand attenuator to 6 dB, and read- 
ing the remaining 0.18 dB on the 0-2 
dB expand scale of the meter. The 
maximum cumulative error of the ex- 
pand attenuator is ±0.05 dB. 

The indicating meter is accurate 
within ±0.02 dB, so the absolute max- 
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Fig. 2. -hp- Model 415E SWR 
Meter has scales calibrated in 
dB and SWR for use with 
square-law detectors. Instru- 
ment has noise figure less than 
4 dB when used, with common 
crystal or bolometer detectors. 
Attenuators are accurate with- 
in ±0.15 dB. 



imum < uimilative error from the atten- 
uators and the meter is only ±0.17 dB 
over the 70-dB range. 

The operating frequency of the new 
SWR meter is nominally 1000 Hz. but 
it is adjustable over a 7‘,’J, range so that 
the meter can be tuned precisely to the 
signal generator modulation frequency. 
Bandwidth is adjustable from 15 11/ to 
130 II/. the narrowest bandwidth re- 
sulting in maximum signal-to-noise 
ratio and maximum usable sensitivity, 
and the widest bandwidth allowing 
swept-frequency measurements and 
oscilloscope presentation. The filter 
which gives the amplifier its selectivity 
is a specially designed active filter 



which keeps the amplifier gain approx- 
imately constant as the bandwidth is 
varied. 

Feedback stabilization of the ampli- 
fier has been employed to eliminate 
‘drift! or gain changes caused by varia- 
tions in line voltage, frequency, or tent 
peraturc, Drift in a typical production 
instrument over a 24-hour period has 
been observed to be only 0.03 <1B. This 
means that once a reference level has 
been set. it need not be checked peri- 
odically. 

The new SWR meter has both ac 
and dc outputs so that it can be used 
as a high-gain (12(i dB), 1000-Hz ac am- 
plifier or to drive a recorder. The d< 



level of the ac output voltage is zero 
and does not change with signal ampli- 
lude; this simplifies oscilloscope pres- 
entations. 

The input circuitry of the instru- 
ment is designed to operate with un- 
biased low-impedance or high-impe- 
dance detectors, or to supply bias cur- 
rents of 4.5 mA or 8.7 mA for bolom- 
eter detectors. The bias currents are 
held constant within ±3% so that no 
adjustment is necessary for individual 
bolometers. The input ground is con- 
nected to the circuit ground, and is iso- 
lated by a resistor from the chassis 
(power-line) ground. This attenuates 
the effects of ground-loop voltages so 
that they will rarely if ever be a 
problem. 

The new meter is all solid state, and 
can be battery operated. 

STUDY OF SWR METER PRECISION 

In the course of the development 
and testing of the SWR meter, much 
information was gathered concerning 
the accuracy of measurements made 
with the SWR meter in combination 
with typical crystal and bolometer de- 
tectors. Some of this information was 
obtained from technical papers and 
some was obtained from laboratory 
measurements. Since few readers have 
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SIGNAL PLUS NOISE MINUS NOISE ALONE (dB) 
Fig. 4. Error due to noise in -hp- 
Model -USE SWfl Meter readings. 
Error is shown as a junction oj differ- 
ence between signal- plus-noise meter 
reading and noise-alone I It F source 
disconnected ) meter reading. Eg. . ij 
signal-plus-noise reading minus noise 
reading is H dB. then signal-plus-noise 
reading is 0.05 dB higher than correct 
reading for signal alone. 

t lie opportunity to conduct such ;i 
study.some of the important results are 
summarized here. Topics treated are: 
noise figure and its effect on accuracy 
at low power, deviations from square 
law of typical detectors at high power, 
and the effects of temperature on the 
square-law behavior of crystals. These 
results should be of considerable value 
to readers who need a high degree of 
precision in attenuation. SW'R and sub- 
stitution-loss measurements. 

NOISE AND NOISE FIGURE 

The SW'R meter is designed to op- 
erate with square-law detectors such as 
bolometers (e.g.. barretters 5 ) and crys- 
tals. At low RF power levels, noise 
generated in the detector and in the 
amplifier determines the lower limit 
on the dynamic range of the detector 
and meter. 

Flic effects of noise on average meter 
readings are somewhat systematic and 
predictable. Noise causes the meter to 
reail too high by the amounts shown in 
Fig. 4. These errors base been calcu- 
lated for the type of meter circuit used 
in the dip- SW’R meter. To use Fig. 4 
to estimate the effects of noise on meter 
indications, the RF source should be 
turned off after each measurement and 
a second reading taken on the noise 
alone. Fig. 4 is a plot of the difference 
between these two readings versus the 

■ A barretter is a resistive element with a positive tempera 
lure coefficient pi resistance. Its resistance increases when 
it absorbs power 



corresponding measurement error in 
the first reading. For example, il a read- 
ing of signal plus noise is S dB above 
the reading obtained with noise alone, 
then the original signal-plus-noise read- 
ing is about 0.05 dB higher than the 
correi t value for signal alone. 

\ useful measure of the sensitivity 
of an SVVR meter is its noise figure. 
Noise figure (in dB) of an SW'R meter 
is twice the difference lie tween the ac- 
tual meter indication (in dB) and the 
calculated meter indication (in dB) for 
a noiseless SW'R meter with the same 
sourc e impedance. The fat tor of two is 
necessary because the meter is cali- 
brated for square-law detectors. 

An unbiased detector like a crystal 
diode has a noise voltage which is the 
same as the thermal noise voltage that 
would be calculated for an equivalent 
resistor of the same video impedance. 
For a diode detector, therefore, the 
lower limit on the dynamic range of 
the SW'R meter is set by its noise figure. 
\n instrument with a noise figure 
which is 6 dB lower than that of an- 
other instrument will have a noise level 
which is also about <> dB lower. Fhis 
corresponds to 3 dB on the SW'R meter 
and 3 dB in RF power at the detector 
input, because of the square-law cali- 
bration. 

Biased detectors like barretters gen- 
erally have a noise-temperature ratio 
greater than one and generate noise 
voltages which are large compared to 
the noise contributed by the SW'R 
meter. A measurement comparing a 



200-ohm barretter with a 200-ohrn 
metal film resistor showed that the 
SW'R meter noise level with the barret- 
ter was approximately 2 dB higher than 
with the resistor. This means that the 
noise level of the S\VR meter with a 
barretter detector is determined pri- 
marily by the barretter. However, the 
meter with the lowest noise figure will 
still have the lowest noise level, because 
amplifier noise power and detector 
noise power are additive. 

The noise figure of the new meter 
has been optimized for the source im- 
pedances presented by the square law 
detectors most often used with SW'R 
meters. The noise figure of the instru- 
ment is typically less than 4 dB when 
the detector lias an optimum imped- 
ance. which is about 5000 ohms with 
the meter's inpi i switch in the high- 
impedance position and about 100 
ohms otherwise. The noise figure varies 
slowly with source impedance, and sys- 
tem performance will not be impaired 
seriously by the use of detectors whose 
impedances vary from the optimum by 
a factor of 2 to I. Fig. 5 shows typical 
behavior of the noise figure of the 
meter as the source impedance changes. 

As an example of how the low noise 
figure of the new meter enables it to 
make accurate measurements of very 
small signals, suppose that meter gain 
is set for a full-scale sensitivity of 1,0 
; ,V. that bandwidth is set at the mini- 
mum \alue (15 Hz), and that the detec- 
toi impedance is 5000 ohms. With these 
settings, a 5-dB meter reading will be 
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Fig. 5. -hp- Model - I15E noise figure vs. detector source impedance. 
Noise figure is defined as twice the difference between actual meter 
reading und calculated meter reading for noiseless SWR meter with 
same source impedance. 
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Fig. 6. Measured errors in readings of -hp~ Model 415E SWR Meter 
caused by deviation of barretter detector from square law. (a) Error 
in reading of SWR meter vs. peak input power to barretter, fb) Error 
in reading of SWR meter vs. reading of SWR meter. RF signal am- 
plitude modulated by I-hHz square wave; modulation index, 100%. 



in error by less than 0.1 dB. This 5-dB 
reading corresponds to only 0.3 1 6 ,< V at 
the input of the SWR meter, or to a 
peak RF power ol —57.6 dBm for a de- 
tector with a sensitivity of 4 mV/pW (a 
typical value). 

SQUARE-LAW ERRORS AT 
HIGH POWER LEVELS 

Bolometers and crystals begin to de- 
viate from square-law operation when 
their video outputs become large. The 
-hp— Model 423A Crystal Detector, for 
example, deviates up to ±0.5 <1B from 
square law at a video output of 50 mil- 
livolts peak, when operated with a spe- 
cial load which is designed to extend 
its square-law range. 

Although 0.5 dB is a reasonably 
small error, it is a large error compared 
to the inherent errors of the new SWR 
meter. The sensitivity of the SWR 
meter makes it possible to operate crys- 
tal detectors at much lower video out- 
puts. where they follow a true square 
law much more closely. Normally, it 
will be possible to operate the crystal in 
a region where its errors contribute less 
than .05 dB. For example, the devia- 
tion from square law of the -hp- Model 
423A Crystal Detector without any spe- 
cial load will be less than ±0.05 dB for 
about 2 millivolts peak output or about 
I millivolt rms. Special square-law 
loads are not very effective at eliminat- 
ing small errors of 0.05 dB or less, espe- 
cially when a range of temperatures is 
encountered. Consequently, at video 
outputs of a few millivolts or less, a 
crystal is a good square-law device con- 

' The So Model 423A Is > wideband, high-sensittwity crystal 
detector, designed to operate between 10 MHr end 12.4 GHi 



tiectcd directly to the input of the SWR 
meter. 

For barretters, the upper limit on 
square-law performance is determined 
by several factors.* First, square-law 
error may be increased if the input im- 
pedance of the SWR meter is low. In 
substitution-loss and attenuation meas- 
urements there may be a second error 
at high power levels caused by changes 
in the reflection coefficient of the bar- 
retter. Still another error, called bias- 
ing error, is dependent upon the type 
of dc bias supplied to the barretter. 
To determine the effect on SWR-meter 
readings of these barretter square-law 
errors, a set of measurements was taken. 

The measurement setup was designed 
to minimize microwave mismatch er- 
rors. and the SWR meter was carefully 
calibrated to eliminate attenuator and 
meter errors. Thus the errors measured 
were the sum of all of the square-law 
errors just mentioned. 

Results are shown in Fig. 6. Fig. 6(b) 
shows the error in the readings of the 
SWR meter as a function of the meter 
readings and Fig. 6(a) shows the error 
in the meter readings as a function of 
the peak power input to the barretter. 
Total square-law error was less than 
0.05 dB for a 100%-square- wave-mod- 
ulated RF signal having a [teak power 
of about 500 pW, or — 3 dBm. The 
SWR meter at this [joint read approxi- 
mately — 13 dB which corresponded to 
7 pV rms at the meter input. If a user 
is operating a barretter detector below 
these levels, he can be confident that 

1 G. U. Scrgcr and 6. 0 . Weinscfiel, 'Comparison o f Devia- 
tions from Square Law for RF Crystal Diodes «nd Barretters.' 
IRE Transactions on Instrumentation, Vol. 1 - 8 , No. 3 , Dec , 
1959. 



the barretter is a good square-law 
device. 

DYNAMIC RANGE 

Fig. 7 shows the useful ranges of the 
SWR meter when used with a typical 
crystal diode detector and a typical 
barretter detector. As discussed above, 
the limits on dynamic range are deter- 
mined by noise at low power levels and 
square-law errors at high powet levels. 

The measurements for Fig. 7 were 
made with the SWR meter set for mini- 
mum bandwidth (15 Hz). They indi- 
cate that, although the crystal makes a 
more sensitive detector by about 8 dli. 
the dynamic range of the meter is 
greater with the barretter detector. Dv- 
namic range for a maximum error of 
±0.05 dB was 32 dB for the crystal. 10 
dB (or the barretter. These values are 
for two specific detectors, of course, lo 
determine the limits of the measure- 
ment range of any crystal or bolometer 
detector when used with the-fip-SWR 
meter at minimum bandwidth, simply 
measure the meter noise level in dB 
(meter reading with no RF input to 
detector). Then add S dB to determine 
the lower limit of the measurement 
range (e.g.. if noise level is —68 dB. 
lower limit is —60 dB). For a crystal, 
add 32 dB to this lower limit to deter- 
mine the upper limit (e.g.. if lower 
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also working towards his MSEE degree 
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Fig. 7. Measurement range of -hp- Model 41 HE SWR Meter extends to lower 
power levels than were previously usable because meter hus low noise figure. 
Range is limited at low power levels by detector and meter noise and at high 
power levels by deviation of detector from square law. Curves show errors in 
meter readings due to these two sources for typical crystal and barretter detec- 
tors. Errors are shown as a function of peak RE power input to detector (RF 
signal 100 % amplitude modulated by 1-kHz square wave ) and as a function of 
meter readings. Note that crystal detector is more sensitive, but dynamic range 
of barretter is greater. 



limit is — 60 tlB, upper limit is — 28 
ilB). For a barretter, the upper limit is 
4!) <IB above the lower limit. Conserva- 
tive practice may suggest decreasing the 
upper limit by one or two dB. 

Errors caused by other system uncer- 
tainties would probably exceed these 
meter errors in most setups. Assume, 
for example, that the substitution-loss 
setup of Fig. 1 (a) is used to measure 
the attenuation of a 20-dB attenuator. 
In such a setup, there are almost always 
source, attenuator, and detector mis- 
matches. If each mismatch produces an 
SWR of 1.5 (a typical value), the meas- 
ured attenuation may be in error by one 
dB.-' The accuracy of the new SWR 
meter, therefore, is more than adequate 
for most applications. 

EFFECT OF TEMPERATURE ON 
CRYSTAL DETECTORS 

A crystal detector operated in the 
square-law region, that is. at low power 
levels, produces a voltage V„ at the 
input of the SWR meter which is pro- 
portional to the crystal input power 
Pi„. The constant o( proportionality is 
inversely proportional to the absolute 
> HeMlett-Packard Application Note No. 56. 



temperature 1! I bus, in the square-law 
region, 

V„ _ a 

P.n _ T 

where a is a constant which depends 
upon the characteristics of the crystal. 

The crystal retains its square-law 
characteristics with temperature 
changes, and no measurement error is 
introduced so long as the temperature 
of the crystal does not change between 
the setting of the SWR-metet reference 
level and the measurement of the un- 
known power. 

If the crystal temperature changes 
between the reference setting and the 
measurement, the measurement will be 
in error by an amount which depends 
on the magnitude of the temperature 
shift. A change in T from 293 C K to 
323 k (20 C to 50 C), for example, 
will cause an error of 
T 998 

li. = ig = 0.907 = -0.42 dB 

Normal laboratory temperature satia- 
tions of 2 or 3 C will cause less than 
.04 dB error. 

— Bradford C. Woolley 



SPECIFICATIONS 

-hp- 

MODEL 415E 
SWR METER 

SENSITIVITY: 0.15 |iV rms for full-scale de 
flection at maximum bandwidth tl mV rms 
on high impedance crystal Input) 

NOISE: At least 7.5 dB below full scale at 
rated sensitivity and maximum bandwidth 
with input terminated in optimum source 
impedance (100 ohms or 5000 ohms). 
Noise figure less than 4 dB. 

RANGE: 70 dB in 10 and 2-dB steps 

ACCURACY: 0.05 dB/10 dB step, max- 

imum cumulative error between any two 
10-dB steps. ±0.10 dB; maximum cu 
mulative error between any two 2-dB 
steps. ±0.05 dB Linearity: ±0.02 dB on 
expand scales, determined by inherent 
meter resolution on normal scales. 

INPUT: Unbiased low and high impedance 
crystal <50 200 and 2500- 10,000 ohm op- 
timum source impedance respectively for 
low noise); biased crystal (1 V into 1 k); 
low and high current bolometer (4.5 and 
8.7 mA ±3% into 200 ohms) positive 
bolometer protection. Input connector, 
BNC female 

INPUT FREQUENCY: 1000 Hz. adjustable 
7%. Other frequencies between 400 and 
2500 Hz available on special order. 

BANDWIDTH: Variable. 15 to 130 Hz Typ- 
ically less than 0.5 dB change in gain from 
minimum to maximum bandwidth 

RECORDER OUTPUT: 0 to 1 V dc into an 
open circuit from 1000 ohms source im- 
pedance for ungrounded recorders. Output 
connector. BNC female. 

AMPLIFIER OUTPUT: 0 to 0.3 V rms (NORM). 

0 to 0.8 V rms (EXPAND) into at least 
10.000 ohms for ungrounded equipment 
Output connector, dual banana tacks. 

METER SCALES: Calibrated for square law 
detectors. SWR: 1 to 4, 3.2 to 10 (NORM I. 

1 to 1.25 (EXPAND). DB: 0 to 10 (NORM ) 

0 to 2.0 (EXPAND). Battery: charge state 

METER MOVEMENT: Taut-band suspension, 
individually calibrated mirror backed 
scales; expanded dB and SWR scales 
greater than 4 ‘.4 in. (108 mm) long. 

RFI: Conducted and radiated leakage limits 
are below those specified in MIL I 6181D 

POWER: 115 or 230 volts ±10 o. 50 to 400 
Hz. 1 watt. Optional rechargeable battery 
provides up to 36 hours continuous opera 
tlon. 

PRICE: -hp- Model 415E. $350,00 

OPTIONS: 

01 Rechargeable battery Installed, add 
$100 00 

02 Rear panel input connector in parallel 
with front-panel connector, add $15 00 

Prices f.o.b factory 
Data subject to change without notice 
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INCREASING INSTRUMENT SENSITIVITY 
WITH A LOW-NOISE PREAMPLIFIER 



A guide to a number of applications in which measurements 
are simplified by a low-noise wide-band amplifier. 



Fir. 1. -hp— Model 465A low 
noise amplifier, lower left, has 
a voltage gain of 20 dB or 40 
(IB and a frequency response 
of * 0.1 dB f rom 100 Hz to 50 
kHz. Input, impedance is 10 
megohms shunted by less than 
20 pF; output impedance is 50 
ohms with 5 colts rrns output 
into a 50 ohm load. Noise is 
less than 25 gV rms referred 
to the input with 1 megohm 
source resistance. 




Extending the useful range of in- 
stri ments down into the microvolt 
range requires a stable preamplifier 
with a low noise level, high output and 
wide dynamic range. A new general- 
purpose amplifier designed to amplify 
low level signals has a typical noise 
level of 15 pX and a bandwidth of I 
megahertz. Either 20 dB or 40 dB gain 
tan be selected. Frequency response is 
less than 2 dB down from 5 11/ to I 
MHz: output is greater than 10 volts 
rtns open circuit and greater than 5 
volts rms into 50 ohms (y 2 watt). This 
combination of high output, low noise 
and wide bandwidth gives the ampli- 
fier a wide dynamic range — 72 dB in 
the 10 «1 B gain position, and 92 dB at 
the 20 dB gain setting. These charac- 
teristics coupled with a 10-megohm, 
15-pF input, make the amplifier useful 
in a wide range of applications, espe- 
cially I hose applications where low 
noise level is essential. 

Low noise in the amplifier is achieved 
with a field-effect transistor (FET). As 
shown in Fig. 2. the FET drain load is 
boot-strapped by the second stage, an 
emitter-follower, to increase the effec- 
tive drain load resistance, and hence 
obtain a gain of 40 dB in the FET. 



The emitter-follower also drives a 
second amplifier stage which in turn 
is followed by an emitter-follower driv- 
ing a complementary-symmetry output 
stage. The output impedance of the 
amplifier is essentially zero ohms and 
is raised to 50 ohms by a fixed resistor. 
Following are some typic al applica- 
tions which take advantage of the char- 
acteristics of this amplifier. 

LOW NOISE APPLICATIONS 

Noise performance of amplifiers and 
power supplies is usually presented as 
a plot of noise amplitude versus fre- 
quency. Data for this plot is obtained 



with a wave analyzer at the output of 
the unit under test. When measuring 
noise in the nanovolt region, it is nec- 
essary to increase system sensitivity by 
amplifying the noise output. Parame- 
tric amplifiers have been specially de- 
signed for low frequency applications. 
They can be used to increase sensitivity 
of a noise measurement system, and a 
further increase can be obtained by- 
adding the low noise amplifier follow- 
ing the paratnp. Output noise of the 
pa ramp is relatively constant over its 
bandwidth, but the noise of the ampli- 
fier drops rapidly at increasing fre- 
quency. with its input shorted. 

In a specific application. Fig. 3, the 
output noise of a 2 Hz to 100 KHz 
parametric amplifier used was 400 nV 




Fig. 3. Narrow band analysis of noise 
as a function of frequency requires a 
ware analyzer. The ware analyzer 
bandwidth is only 6 Hz and more gain 
ior low noise measurements can be ob- 
tained by using a parametric amplifier 
and the genera I purpose amplifier. 




Fig. 2. As shown in the block diagram of the general purpose amplifier, 
negative feedback from the output is injected into the FET source to 
stabilize amplifier gain and insure linearity. Overall gam is changed by 
switching the feedback ratio. 
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Fig. 4. Noise spectrum of the 
general purpose amplifier in 
nanovolts per root cycle re- 
ferred to the input. 
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Fig. 5. Noise figure plot of the -hp- 
465A shows that the source impedance 
for best noise performance is from 100 
kitohms to 1 megohm. 

\J\l/ anti ilie paramp output presents 
a nearly shorted source to the ampli- 
fier. Under these conditions, the noise 
in the amplifier drops below 100 nV 
y/TT/ above 50 H/, Fig. I. Thus adtiing 
the amplifier to the system increases 
gain with no noise contribution from 
the preamplifier above 50 Hx. 

In some measurements it is desirable 
to use a transformer instead of a para- 
metric amplifier to match impedance 
levels so that the general purpose am- 
plifier is operated at an optimum 
source impedance for lowest noise per- 
formance. In Fig. 5. this impedance is 
in the range from 100 k to 1 megohm. 
Noise characteristic for a I -megohm 
source is shown in Fig. 4. 

More intpot taut, however, the use of a 
properly designed step-up transformer 
increases gain with no increase in noise. 



If a 1:30 step-up transformer is used, 
the effective noise of the amplifier re- 
ferred to the input is divided by 30 
over the entire frequency range of the 
transformer. Care must be taken in 
using a transformer to avoid pickup of 
external fields. 

DIODE NOISE MEASUREMENT 

In produt lion, selection of diodes for 
a sampling gate according to their 
noise when reverse biased is accom- 
plished with the simple test set-up, Fig. 
ti. Measurements are made with an 
tins voltmeter to get true rms value of 
diode noise. Overall system noise of 
this scheme is 10 p\'. Acceptable diodes 
had noise voltages less Ilian 2(1 p\’. 

Flic same test set-up. with appropi i- 
ate filter and proper shielding could 
be used to measure transistor noise or 
noise in other components to a level as 
low as 2 p\’. 

UNITY GAIN IMPEDANCE CONVERTER 

Flic new general-purpose amplifier 
c an be used as an impedance converter. 
Fig. 7. On the 20 dB position with its 
normal 10-megohm input, the ampli- 
fier provides a 10-olim output at I volt 
tins (a) and 1-ohm output impedance 
at 0.1 volt mis (b). For very high im- 
pedance input, the circuit at (c) pro- 
tides a 100-megohm. 2 pF input. The 
trimmer is used to provide unity gain 
through the amplifier on the 20 dB 




Fig. 6. Wide dynamic range of 
the general purpose amplifier 
is used to best advantage in 
diode noise measurement tests 
with an rms voltmeter, ('rest 
factor of the input waveform 
is maintained and the ampli- 
fier noise contribution to the 
system is insignificant. 



w : 

SHIELD 



Fig. 7. Input impedance of the -hp- 
465A is ID megohms with a 50-ohm out- 
put. Output impedance can be made W 
ohms (a), I ohm lb), or input imped- 
ance can be 100 megohms by circuit ( c) 
in the 20 dB position, thus allowing 
impedance matching at unity gain. 
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position, ami the impedance converter 
will have a frequency response similar 
to the basic amplifier. 

MEDIUM POWER OSCILLATORS 
Maximum output of the— ftp— Model 
20 IB. 208A. and 24 1 A solid-state Oscil- 
lators is 10 mW into a 000-ohm load. 
Their output power can be increased 
14 times into a (300-ohm load with the 
amplifier, or by a factor of 180 into a 




ROBERT B. BUMP 
Bob Bump received his BSEE in 
June, 1962. from California Institute of 
Technology. He joined the -hp- Love- 
land Division as a development engi- 
neer in July. 1962. Since that time, he 
has worked on the — hp- Model 208A 
Test Oscillator and the -hp- Model 
465A Amplifier. He also conducted 
some investigation projects on am- 
plifiers. 

Presently, Bob is attending Colorado 
State University on the -hp- Coopera- 
tive Honor's Program. He expects to 
receive his MSEE from that school in 
December, 1966. 
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Fig. 8. Output of tow power test oscil- 
lators can be increased sufficiently to 
drive a loudspeaker if desired. 

50-ohm load, Fig. 8. The amplifier can 
drive a loudspeaker if desired. 



Fig. 9. Cascading the -lip- 467 A Power 
Amplifier with the amplifier results in a 
stable 60-dB amplifier with 10-megohm 
input impedance and 10 watts peak 
power output. 



Fig. 10. A 10 mV voltmeter such as the 
-hp- Model 427 A can be extended to 
read 1 mV full scale with the amplifier 
gain set at 20 dB. 

ACKNOWLEDGMENT 



TEN-WATT, 1-MHz AMPLIFIER 

When the new amplifier is cascaded 
with the -hp- Model 467A Power 
Amplifier, Fig. 9, the combination 
achieves 10 watt peak power output, 
an overall stable gain of 60 dB, a 
l-.VIHz frequency response, and the 
low-noise, high-impedance input of the 
new amplifier. 

VOLTMETER PREAMPLIFIER 

Sensitivity of a 10-mV voltmeter, 
such as the -hp- Model -127 A can be in- 
creased to 1 mV directly at the 20 dB 
gain setting of the amplifier. Fig. 10. 
It may also be extended to 100 uV full 
scale at the 10 dB setting by adding a 
bandpass filter between the amplifier 
and the voltmeter. Similarly, a I -mV 
voltmeter can be extended to 100 ,,V 
by using the 20 dB gain setting. 

Sensitivity of a digital a-c voltmeter 
can also be extended while maintain- 
ing useful accuracy. Frequency re- 



sponse of the amplifier is within 1% 
from 100 Hz to 50 kHz. thus increasing 
resolution of a digital voltmeter, such 
as the -hp- 31-45, to a I mV rms. 

OSCILLOSCOPE PREAMPLIFIER 

As an oscilloscope preamplifier, the 
amplifier provides a 10-megohm, 15-pF 
input without the use of a probe. An 
oscilloscope with a sensitivity of 0.05 
V/cm (0.5 V/ctn with probe) will have 
a sensitivity of 5 mV/cm with the am- 
plifier on the 20 dB gain position or 
0.5 mV /cm on the 40 dB position. In 
the latter position, noise is only 0.2 cm. 

DISTRIBUTION AMPLIFIER 

Low output impedance of the ampli- 
fier is advantageous for driv ing several 
loads simultaneously. Fig. II, or for 
driving long cables. The amplifier has 
been used as a distribution amplifier 
to supply a precision 100 kHz time base 
simultaneously to several counters. 



The -hp- 165A Amplifier was de- 
signed under the direction of Noel 
Pate. Product design was by Kay Dan- 
ielson and electrical design by the un- 
dersigned. -Robert B. Bumf) 




Fig. II. Low output impedance of the 
-hp- Model 465A permits driving sev- 
eral loads in parallel, such as several 
counters simultaneously from an exter- 
nal precision time base. 



AT WESCON- 

WIDEBAND SAMPLING SESSION 



SPECIFICATIONS 

-hp- 

MODEL 465A 
AMPLIFIER 

VOLTAGE GAIN: 20 dB (X10) or 40 dB 
(XlOO), open circuit 

GAIN ACCURACY: -0.1 dB (±1%) at 
1000 Hz. 

FREQUENCY RESPONSE: ±0 1 dB. 100 Hz 
to 50 kHz <2 dB down at 5 Hz and 1 MHz. 

OUTPUT: >10 volts rms open circuit; >5 
volts rms into 50 ohms t'/i watt). 

DISTORTION: <1%, 10 Hz to 100 kHz. 
<2%, 5 Hz to 10 Hz and 1Q0 kHz to 
1 MHz. 

INPUT IMPEDANCE: 10 megohms shunted 
by <20 pF. 

OUTPUT IMPEDANCE: 50 ohms. 

NOISE: <25 ,, V rms referred to input (with 1 
megohm source resistance). 

TEMPERATURE RANGE: 0 to 50'C 

POWER: 115 or 230 V 1 10%. 50 to 1000 Hz. 
10 watts at full load. 

WEIGHT: Net: 4 lbs. 11.8 kg). Shipping: 6 
lbs (2,7 kg). 

DIMENSIONS: Vi module. 5'i in wide. 

In. high, 11 in deep (130 X 87 X 279 mini. 

PRICE: 5190.00. 

Prices f.o.b. factory 
Data subject to change without notice 



Translation of frequency using wideband 
sampling techniques has extended traditional 
low-frequency measurement methods Into the 
microwave region. Sampling is now becoming 
more Important with the application of phase- 
locked-loops to sampling instruments, thus 
opening new ways of measuring vector volt- 
age' and complex impedance. 

The use of sampling for electronic instru- 
mentation will be discussed by four -hp- au 
thors at a contributed technical session at 



OTHER -hp- PAPERS 

Also at WESCON/66, M M. Atalla of -hp- 
Laboratorles will review the state of the art 
and assess the future of Schottky barriers and 
their applications as discrete devices and in 
integrated circuits. Schottky barrier diodes are 
already in use in a number of high frequency 
applications and many new devices based in 
the concept will soon become available. Title 
of Dr Atalla's paper is Metal Semiconductor 
Schottky Barriers and Devices! It will be pre- 



WESCON/66. Session chairman Dr Bernard 
M. Oliver, -hp- vice-president for research and 
development, will outline progress made in the 
past few years in adapting sampling tech 
niques to extending instrument bandwidths. 
Papers will cover various aspects of sampling. 

WESCON/66 will be in Los Angeles this year 
from August 23rd through 26th. The -hp- 
technical session will be Friday, August 26th. 
from 9:30 to 12:00 noon in the Biltmore Holel 
Renaissance Room. 



sented Tuesday morning, August 23rd, In the 
Biltmore Hotel Ballroom. 

Another -hp- author, John C. Beckett, will 
present a paper suggesting a systems approach 
to achieve a balance of transportation modes 
for the public. He considers various means of 
auto travel combined with methods of mass 
transit to suit Individual needs. Beckett's pa- 
per. 'Innovations for Mass Transportation', will 
be presented Thursday morning. August 25th. 
in the Biltmore Hotel Ballroom. 
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